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      Annotation

    
        
          Данная работа посвящена определению оптимальных параметров HIFU-воздействия на высокотехнологичном мобильном медицинском устройстве для ультразвуковой диагностики и персонализированной HIFU-терапии «Medusa ‑ 008». С использованием данных параметров можно эффективно осуществлять ультразвуковую абляцию пораженных биологических тканей. Исследованы различные режимы воздействия на биологические объекты, смоделировано распространение тепла для этих режимов, проведен анализ полученных экспериментальных данных. Разработаны рекомендации по выбору оптимальных режимов для воздействия.
        

        
          The given work is devoted to determining the optimal parameters of HIFU exposure on a high-tech medical device for ultrasound diagnostics and personalized HIFU-therapy “Medusa 008”. Ultrasound ablation on the affected biological tissues can be effectively performed using these parameters. Various modes of exposure to biological objects have been studied, heat propagation has been modeled for these modes, and the experimental data obtained have been analyzed. Recommendations on the choice of optimal modes for exposure have been developed.
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