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          Работа посвящена исследованию расширения функциональных возможностей высоковольтной ёмкостной измерительной системы. Возможности использования разработанной низковольтной меры ёмкости для повышения точности измерений при поверке делителей напряжения. Рассмотрены теоретические основы метода компарирования токов и выведено уравнение измерения. Проведена оценка погрешности измерений. Показано, что для осуществления  возможности измерений коэффициента деления и угла фазового сдвига необходимо дополнить ВИС низковольтной мерой емкости значением 10 нФ с верхним пределом рабочего напряжения 100 В.
        

        
          The work is devoted to the study of expanding the functionality of the high-voltage capacitive measuring system. The possibility of using the developed low-voltage capacitance measure to improve the accuracy of measurements in the verification of voltage dividers. The theoretical foundations of the method of current comparation are considered and the measurement equation is derived. The estimation of measurement error is carried out. It is shown that in order to be able to measure the fission coefficient and the phase shift angle, it is necessary to Supplement the vis with a low-voltage capacitance measure of 10 nF with an upper limit of the operating voltage of 100 V.
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