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      Аннотация

    
        
          Данная работа посвящена отработке методики калибровки метода ультразвуковой термометрии для модели биологической ткани.
Экспериментальная часть проведена на базе диагностического модуля, который входит в состав медицинского аппарата терапии фокусированным ультразвуком Диатер, разработанный СПбПУ и АО «Новосибирский приборостроительный завод».
 В ходе исследования собрана экспериментальная установка для калибровки методом равномерного внешнего нагрева, отработана методика калибровки, определен коэффициент температурной деформации УЗ сигнала К = 590 ± 40°C для изготовленного тканеэквивалентного материала.
Результаты показали, разработанная методика рекомендуется к использованию для определения коэффициента температурной деформации УЗ сигнала для биологической ткани. Разработанные двумерные численные модели остывания тканеэквивалентного материала показали близкие к эксперименту неравномерности температурного поля в окне записи ультразвуковых данных, но завышенное время остывания образца тканеэквивалентного материала.
        

        
          This work is devoted to testing the calibration method of the ultrasonic thermometry method for the biological tissue model.
The experimental part was carried out on the basis of a diagnostic module, which is part of the medical device for therapy with focused ultrasound Dater, developed by SPbPU and JSC Novosibirsk Instrument-Making Plant.
 During the study, an experimental setup was assembled for calibration by the method of uniform external heating, a calibration procedure was worked out, the coefficient of thermal deformation of the ultrasonic signal K = 590 ± 40 ° C for the fabricated tissue-equivalent material was determined.
The results showed that the developed technique is recommended for use to determine the coefficient of temperature deformation of the ultrasound signal for biological tissue. The developed two-dimensional numerical models for cooling tissue-equivalent material showed close to the experiment the unevenness of the temperature field in the window for recording ultrasonic data, but the overestimated cooling time of a sample of tissue-equivalent material.
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